OMNISPAN™
MENISCAL REPAIR SYSTEM

Utilizing the
CHIA PERCPASSER®
SUTURE PASSER
INTRODUCTION

Meniscal repair is often performed in conjunction with ACL reconstruction. While many meniscal repairs are completed prior to the ACL reconstruction, it may be optimal to complete a meniscal repair with tightened implants after ACL repair is completed. If the ACL reconstruction is performed first, the medial space is tighter, there is a higher chance of scuffing the femoral chondyle cartilage, more pressure is potentially placed on the ACL reconstruction with manipulation of the knee, and there can be more bleeding. These factors can all contribute to making the meniscal repair more difficult. This technique involves the use of CHIA PERCPASSER with OMNISPAN meniscal repair device, so that the OMNISPAN(s) can be placed through the meniscus first, but tightened and cut after the ACL reconstruction, allowing more space and helping avoid complications.

SUMMARY

The medial meniscal repair is performed in the usual fashion with OMNISPAN, penetrating both sides of the tear.* However, once the first stitch is placed, instead of cinching it down immediately, the CHIA is introduced through a spinal needle more medialy. The suture of the OMNISPAN is then brought out percutaneously by threading it into the kite end of the CHIA, and then extracting. This procedure is then repeated for any subsequent OMNISPAN(s). Do not tighten the OMNISPAN(s).

At this point, the ACL reconstruction is performed in the usual fashion. Since the sutures are far medial, they are not in the way of the portals. After completion of the ACL reconstruction an atraumatic suture grasper is used to retrieve each OMNISPAN suture, and the repair is tightened down at the end. This same technique can be performed for a lateral meniscal repair/ACL reconstruction, with the CHIA introduced far laterally through a spinal needle.

Also, in the case of an isolated medial or lateral menisci repair, the CHIA can be beneficial, because it can get the other sutures out of the way when doing multiple OMNISPAN implants. At the end of the procedure, the OMNISPAN(s) can be tightened down sequentially, and then re-tightened before cutting them, providing sequential compression to the meniscal tear.

*for details please see OMNISPAN Meniscal Repair System, Surgical Technique, DSEM/MTK/0216/0310
Surgical Technique

1. Implant the desired number of OMNISPAN implants. Do not tighten the sutures.

2. Introduce a spinal needle medially (or laterally for a lateral-side repair). Insert a CHIA through the spinal needle and into the joint space.

3. Retrieve CHIA through the anteromedial portal. Insert about 2 cm of suture into the kite of the CHIA, then pull OMNISPAN suture out medially and percutaneously.

4. Keep OMNISPAN sutures there while ACL repair is performed.

5. Upon completion of the ACL repair, use an atraumatic grasper to retrieve the OMNISPAN sutures through the anteromedial portal. Tighten down OMNISPAN(s) to complete the meniscal repair.
## ORDERING INFORMATION

### OMNISPAN Meniscal Repair System

<table>
<thead>
<tr>
<th>Code</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>214101</td>
<td>CHIA PERCPASSER (5/box)</td>
</tr>
<tr>
<td>228140</td>
<td>OMNISPAN 0 Degree</td>
</tr>
<tr>
<td>228141</td>
<td>OMNISPAN 12 Degree</td>
</tr>
<tr>
<td>228142</td>
<td>OMNISPAN 27 Degree</td>
</tr>
<tr>
<td>228143</td>
<td>OMNISPAN Deployment Gun</td>
</tr>
</tbody>
</table>

Limited Warranty and Disclaimer: DePuy Mitek, Inc. products are sold with a limited warranty to the original purchaser against defects in workmanship and materials. Any other express or implied warranties, including warranties of merchantability or fitness, are hereby disclaimed.

Not all products are currently available in all markets.

Third party trademarks used herein are trademarks of their respective owners.

DePuy Synthes

MITEK SPORTS MEDICINE

People inspired™

Johnson & Johnson Medical Limited PO BOX 1988, Simpson Parkway, Livingston, West Lothian, EH54 0AB, United Kingdom. Incorporated and registered in Scotland under company number SC132162.

DePuy Mitek, Inc.
325 Paramount Drive
Raynham, MA 02767-0350
USA

Medos International SÄRL
Chemin-Blanc 38
2400 Le Locle
Switzerland

Distributed in the USA by:
DePuy Mitek, Inc.
325 Paramount Dr.
Raynham, MA 02767
USA
Tel: +1 (800) 382-4682

Authorized European Representative:
DePuy International Ltd
St Anthony's Road
Leeds LS11 8DT
England
Tel: +44 (0)113 270 0461
Fax: +44 (0)113 272 4101

depuysynthes.com

©Johnson & Johnson Medical Limited. 2016. All rights reserved.

CA#DSEM/MTK/0216/0311 Issued: 03/16